Acid-base and chelatometric photo-titrations with photosensors and membrane photosensors.
Photosensors (PS) and membrane photosensors (MPS), which can be immersed in the test solution and facilitate the measurement of concentration, have been developed by miniaturizing an optical system consisting of a light source and a photocell. For use in acid-base or complexometric titrations a poly(vinyl chloride) membrane containing an acid-base or metallochromic indicator can be applied as a coating to the photocell. Spectrophotometric determination of copper(II), and photometric acid-base and chelatometric titrations have been performed with the PS and MPS systems.